Pulmonary valve incompetence. I. Evaluation using electromagnetic flow velocity catheters and a new valve insufficiency analyser.
In animal experiments regurgitant flow through competent and incompetent pulmonary valves was evaluated with electromagnetic flow velocity catheters by using the ratio of the separately integrated backward and forward flow velocity signals. This ratio was obtained with a special purpose analog computing circuit set by an in-vitro zero flow reference signal, which was in good agreement with in-vivo zero flow signals.